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OT light shadow -less ceiling mount Single dome - 1 No.

Specifications:

*%* Light output should be minimum 1,00,000 lux at 1 meter distance

** Diameter of the dome should be less than 650mm

** Minimum light filed size should be 200mm

*%* Colour Temparature should be between4000EsK to 5000EsK

%* Should have short circuit protection for the low voltage power supply
** Spare bulbs should be supplied

** Minimum spring arm stroke of 500mm

*%* Should have minimum action radius of 1500mm

** Input supply- 230Vac, 50Hz

** Should have safety certificate a competent authority CE issued by a notified body
register in the Europen commission
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